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Background
Atherosclerotic coronary artery disease remains a major cause of illness and death, and coronary flow predetermines disease. Limitations in imaging technology prevent coronary flow measurements but computational fluid dynamics (CFD) need sophisticated boundary conditions for accurate flow predictions. MRI has recently been combined with CFD for larger calibre vessels, but small coronary arteries remain inaccessible.
The aim of this study was to assess the feasibility of coronary flow measurement in 3D printed large scale coronary phantoms using phase contrast MRI (PC-MRI). Beier et al. Journal of Cardiovascular Magnetic Resonance 2016, 18(Suppl 1):P103 http://www.jcmr-online.com/content/18/S1/P103 measured flow was measured was semi-automatically segmented and co-registered to 3) identical, real scale CFD. Measured velocity inlets profiles were transformed and prescribed as CFD inlet condition. The data was statistically compared using a 3D flow field correlation analysis.
Results
Coronary flow was successfully replicated and measured with dynamically scaled 3D printed phantom PC-MRI, where co-registration (σ<5e-6) resulted in good to strong agreement in magnitude (error 2-12%, ρ ≥0.72), and direction (r 2 ≥0.74).
Conclusions
We have successfully developed, validated and applied a new method to quantify coronary haemodynamics by combining enlarged 3D printed PC-MRI flow with CFD simulations. With this methodology, the PC-MRI measurements can be used to define accurate boundary conditions to elevate CFD simulations and ultimate improve predictions about stent design, coronary artery risk assessment and clinical practice. PC-MRI is non-invasive, accurate imaging technology and has the potential to become an important measurement tool to aid early CFD detection of cardiovascular disease, to risk stratify and optimise treatment for individual patients. 
